A precision pump for simulated cardiographic studies.
A system simulating physiologic and pathologic changes in left-ventricular volume is presented. Its purpose is to provide a model to establish the accuracy of current equipment for assessing a heart's performance where the actual volume and size are measurable. The versatility of the model allows a wide range of variability of various parameters for simulation of many clinical situations.